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We conducted a neurophysiological study of attempted speech production in a paralyzed 
human volunteer using chronic microelectrode recordings. The volunteer suffers from locked-in 
syndrome leaving him in a state of near-total paralysis, though he maintains good cognition and 
sensation. In this study, we investigated the feasibility of supervised classification techniques for 
prediction of intended phoneme production in the absence of any overt movements including 
speech. Such classification or decoding ability has the potential to greatly improve the quality-
of-life of many people who are otherwise unable to speak by providing a direct communicative 
link to the general community. We examined the performance of three classifiers on a 
multi-class discrimination problem in which the items were 38 American English phonemes 
including monophthong and diphthong vowels and consonants. The three classifiers differed 
in performance, but averaged between 16 and 21% overall accuracy (chance-level is 1/38 or 
2.6%). Further, the distribution of phonemes classified statistically above chance was non-
uniform though 20 of 38 phonemes were classified with statistical significance for all three 
classifiers. These preliminary results suggest supervised classification techniques are capable 
of performing large scale multi-class discrimination for attempted speech production and may 
provide the basis for future communication prostheses.
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Current neurophysiological recording techniques used for BMI 
applications include: electroencephalography (EEG), intracranial 
electrocorticography (ECoG), and intracortical microelectrode 
recordings. Most primate studies use invasive techniques such as 
implanted microelectrode arrays for use in devices which utilize 
predicted limb kinematics from primary motor cortical activity to 
operate computer cursors and robotic arms and legs. In contrast, 
most human studies are designed for the sole purpose of restor-
ing communication to those who have been rendered mute. Of 
these, the majority of applications use non-invasive means (i.e., 
EEG) to record brain potentials for control of spelling devices. 
These methods can include synchronized feedback event related 
potentials (P300; Farwell and Donchin, 1988; Donchin et al., 2000), 
visual evoked potentials (SSVEP; Sutter, 1992; Cheng et al., 2002; 
Friman et al., 2007), slow cortical potentials (Birbaumer et al., 1999, 
2000), and sensorimotor potentials (Neuper et al., 2003; Obermaier 
et al., 2003; Scherer et al., 2004; Vaughan et al., 2006; Blankertz 
et al., 2007).
Human volunteers, often undergoing pre-surgical evaluation 
for intractable epilepsy, have also been implanted with temporary 
ECoG arrays to study its utility in BMI applications. Of particular 
interest to the development of BMI for speech communication 
are ECoG investigations of the neural architecture underlying 
speech perception and production (Crone et al., 2001a,b; Towle 
et al., 2008) and those which investigate classification of words 
and phonemes during speech production attempts (Blakely et al., 
IntroductIon
The objective of providing reliable control over external devices 
using neural activity is becoming more a reality. Already, many 
researchers have shown it is possible for humans and animals 
to control computer mouse cursors (Kennedy et al., 2000, 2004; 
Serruya et al., 2002; Taylor et al., 2002; Carmena et al., 2003; 
Leuthardt et al., 2004; Wolpaw and McFarland, 2004; Hochberg 
et al., 2006), robotic arms (Chapin et al., 1999; Carmena et al., 
2003; Hochberg et al., 2006; Velliste et al., 2008), spelling devices 
(Farwell and Donchin, 1988; Sutter, 1992; Donchin et al., 2000; 
Scherer et al., 2004; Blankertz et al., 2007; Friman et al., 2007), 
and artificial speech synthesizers (Brumberg et al., 2009, 2010; 
Guenther et al., 2009) using brain machine interfaces (BMIs). 
The current goal of many such systems is to provide an effec-
tive means for severely paralyzed persons to interact with the 
outside environment and conduct interpersonal communica-
tion. In particular, those with locked-in syndrome (LIS; Plum 
and Posner, 1972) can receive the greatest benefit, as they suffer 
from complete paralysis of the voluntary motor system, includ-
ing limb, facial, and vocal movements while maintaining intact 
cognition, sensation, and perception. Those with LIS often have 
some voluntary ocular control, though if at all, typically con-
fined to vertical movements only and blinking. Further, persons 
with LIS resulting from stroke have relatively long survival rates 
with over 80% survival at 5 and 10 years post-onset (Doble 
et al., 2003).
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the time of the present study with LIS resulting from a brain–stem 
stroke of the ventral pons. The stroke occurred 9 years prior as 
the result of a severe automobile accident. Consistent with LIS, he 
has near-total paralysis with voluntary motor control of slow and 
disconjugate eye movements but is otherwise cognitively intact. He 
occasionally exhibits involuntary muscle spasms and episodes of 
coughing. At the present, his natural communication is restricted 
to voluntary vertical eye movements: up to indicate “yes” and down 
for “no.” He was implanted with the Neurotrophic Electrode device 
on December 22, 2004 according to previously described methods 
(Bartels et al., 2008).
Data collection is possible for only an hour or two per recording 
session limited by the level of fatigue endured by the participant 
and is terminated if he becomes overly fatigued. In addition, he is 
administered 200 mg of Provigil (Modafinil, Cephalon Inc.) 30 min 
before data collection to help ensure a constant state of wakeful-
ness. No additional medications have been administered to the 
participant during the course of this study.
ElEctrodE placEmEnt and targEt dEtErmInatIon
The purpose of the implantation and experimental study was to 
develop a BMI for speech production. Therefore, we used fMRI 
prior to implantation to determine the stereotactic locations of 
brain areas active during speech production attempts. Brain images 
were collected using a 1.5 Tesla scanner as the participant performed 
a picture naming task in which he was asked to attempt to speak, 
rather than simply imagine speaking, the names of the shown items. 
We used an active speech production protocol based on evidence 
that motor execution elicits greater neurological activity than 
imagery alone. Specifically, motor execution shows approximately 
30% more activation than imagery in fMRI studies and similar spa-
tial activity patterns (Roth et al., 1996; Jeannerod and Frak, 1999). 
The fMRI protocol was expected to highlight the brain regions 
related to speech articulation as relative increases in blood oxygena-
tion level dependent (BOLD) response compared to baseline. A 
single area on the left precentral gyrus with peak BOLD response 
was selected and was subsequently stereotactically implanted with 
the Neurotrophic Electrode. Functionally, this area lies on or near 
the border between pre-motor and primary motor cortex. A further 
description of the electrode placement and target determination 
can be found elsewhere (Bartels et al., 2008, Guenther et al., 2009).
nEurotrophIc ElEctrodE dEsIgn
Extracellular microelectrodes and microelectrode arrays have been 
used for chronic intracortical recording of neural activity in many ani-
mal studies. Two well known designs include the planar (or Michigan) 
array (Wise et al., 1970; Hoogerwerf and Wise, 1994) and microwire 
array (Williams et al., 1999; Taylor et al., 2002; Nicolelis et al., 2003), 
though these devices are not approved for human use. Currently, 
the only microelectrodes for use in human studies are the Utah, or 
NeuroPort array (Jones et al., 1992; Maynard et al., 1997; Hochberg 
et al., 2006; Donoghue et al., 2007) and Neurotrophic Electrode 
(Kennedy, 1989; Kennedy et al., 1992a; Kennedy and Bakay, 1998). 
Both have been previously used in human and animal investigations. 
A detailed description of the planar array, microwire array and Utah 
array are beyond the scope of this paper. See Brumberg et al. (2010), 
Schwartz (2004) and Ward et al. (2009) for more complete reviews.
2008; Kellis et al., 2010). A main result of the studies by Towle 
et al. (2008) and Crone et al. (2001a,b) illustrates the pattern of 
gamma (>30 Hz) band activity and suppression is consistent with 
expected locations of motor cortex activity during speech produc-
tion based on human microstimulation studies (e.g., Penfield and 
Roberts, 1959) as well as numerous functional magnetic resonance 
imaging (fMRI) studies (see Guenther et al., 2006 for a summary). 
Additional human volunteers suffering from quadriplegia, LIS, or 
ALS have been chronically implanted with microelectrode record-
ing systems for BMI control of spelling devices (Kennedy et al., 
2000, 2004; Hochberg et al., 2006) and artificial speech synthesizers 
(Guenther et al., 2009; Brumberg et al., 2010).
The study reported here specifically complements prior work 
for decoding phonemes and words from ECoG recordings of neu-
rological activity during speech production (Blakely et al., 2008; 
Kellis et al., 2010) and our own previous results with a chronic BMI 
for speech synthesizer control using the Neurotrophic Electrode 
(Brumberg et al., 2009, 2010; Guenther et al., 2009). The prior 
ECoG investigations examined neurological activity using closely 
spaced micro-ECoG arrays (<3 mm spacing) during production 
of relatively small numbers of speech sounds (four phonemes in 
Blakely et al., 2008; 10 words in Kellis et al., 2010). The results of 
these studies illustrate that phoneme and word decoding is possible 
using invasively recorded neurological activity related to speech 
production and provides an experimentally sound foundation for 
the current study. Our prior investigation (Guenther et al., 2009; 
Brumberg et al., 2010) used a discrete-time filter based approach 
for prediction of acoustic features of intended vowel sound produc-
tions by the BMI user. In that study, the user was able to correctly 
produce one of three vowel sounds (/o[/, /i/, or /u/) with 70% mean 
accuracy by the end of each recording session. In the current inves-
tigation, we explore the usefulness of machine learning techniques 
for off-line discrete classification of intended phoneme production 
including both vowels and consonants. In essence this, and prior, 
work is trying to perform automatic speech recognition (ASR) 
directly from neurological sources rather from voice measurements 
or other non-vocal representations used for silent speech interfaces 
(see Denby et al., 2010 for a review of silent speech interfacing). The 
results of this study support the hypothesis that neural activity from 
the motor cortex is correlated with attempted phoneme production. 
Though preliminary, the present results provide useful insights into 
the future design of speech BCI using implanted electrodes in the 
speech-motor cortex and motivates future study and development.
matErIals and mEthods
The methods described below have been approved by the Food and 
Drug Administration (IDE # G960032) and by the Institutional 
Review Boards of Neural Signals, Inc. and Gwinnett Medical Center, 
Lawrenceville, GA, USA. Informed consent was obtained by the 
participant and his legal guardian for all procedures and experi-
mental studies.
subjEct
A single male participant with LIS volunteered for implantation 
of the Neurotrophic Electrode (Kennedy, 1989; Bartels et al., 2008) 
device to investigate the neural correlates of speech production for 
use in a speech production BMI. The participant was 25 years old at 
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Technology, Inc., USA) for off-line analysis. The amplified signals 
are then sampled at 30 kHz using the Neuralynx, Inc. (Bozeman, 
MT, USA) Cheetah data acquisition system for A/D conversion 
and further amplification (digital 2× gain). Each signal is divided 
into two processing streams; one is band-pass filtered from 1 to 
9000 Hz for digital storage of the wideband signal and the other is 
filtered at 300–6000 Hz, beyond the LFP range, for further analysis.
Spike events were first obtained by positive and negative voltage 
threshold crossings at ±10 μV. A 32-point (∼1 ms) waveform was 
taken around the threshold crossing, peak-aligned to the eighth 
sample and saved for further analysis. Observed signal magnitudes 
ranged from 12 to 60 μVpp. Total acquisition system setup time 
is less than 10 min.
Thresholded spike event waveforms were sorted first manually 
off-line with the Neuralynx, Inc. SpikeSort3D program, utilizing 
a standard manual convex-hull cluster-cutting algorithm accord-
ing to five features: peak/valley amplitude, height (peak-to-peak 
amplitude), energy (area under the spike), and amplitude at the 
spike alignment point (See Lewicki, 1998 for review of spike sorting 
techniques). The eighth sample amplitude, which ideally corre-
sponds to the maximum peak or valley amplitude, was used as the 
primary separation feature and clustered. The clustered spike events 
represent the complex or compound waveforms of many extracel-
lular potentials occurring within the glass cone. For this reason, we 
do not differentiate between those spike clusters which are possibly 
single-units and those which are not resolvable. Spike timestamps 
were recorded and stored according to the alignment point of the 
clustered waveform. A total of 31 spike clusters were obtained using 
to this procedure. The final feature space parameters derived from 
this off-line analysis were saved for reuse over all recording sessions 
in this study. Figure 2 shows an example of the neural recordings 
used in this study, including a 1000-ms wideband signal trace, a 
100-ms filtered signal trace and examples of clustered spike events 
with individual and mean waveform shapes.
The design and construction of the Neurotrophic Electrode are 
described in detail elsewhere (Kennedy, 1989; Bartels et al., 2008). 
Briefly, it consists of three coiled wires that end inside a conical glass 
tip with one wire as a reference signal, resulting in two recording 
channels. The glass cone tip is 1.5 mm in length, 0.1 mm in diameter 
at the narrow end and 0.3 mm in diameter at the wide end where 
the wires enter. The wires are glued to the inside of the glass using 
methyl methacrylate glue. Surgical implantation techniques follow 
those previously reported (Kennedy et al., 1992a).
The proximal ends of the wires are connected to implanted 
electronics for pre-amplification and wireless telemetry (Bartels 
et al., 2008). The implanted electronic device consists of a power 
induction coil (rather than implanted batteries), amplifiers for each 
recording channel, and frequency-modulated (FM) transmitters for 
wireless data transmission across the scalp. The telemetry system 
is tuned and signal amplitudes are calibrated utilizing a sine wave 
signal generated by the implanted hardware system. The sine wave 
is emitted by the implanted electronics upon receiving power from 
the induction system which operates at a transmission frequency 
near 1.1 MHz. The implanted electronics are contoured to the shape 
of the skull by applying a three-layer coating of insulation over a 
skull model. The first two layers consist of Parylene (Sadhir et al., 
1981) and Elvax, an Ethylene-Vinyl Acetate Copolymer resin (E.I. 
DuPont de Nemours, Inc.), providing excellent electrical insulation. 
The outer layer of Silastic (MED-6607, NuSil Silicone Technology) 
is applied for mechanical protection.
The glass cone is filled with a neurotrophic growth factor which 
promotes neurite growth from nearby (∼600 μm; Kennedy, 1989) 
neurons into the hollow glass cone. Histological analysis of recov-
ered implants from post-mortem rats and monkeys indicates myeli-
nated axons stream through the glass cone, providing mechanical 
stability within the cortex (Kennedy et al., 1992b). Further, the elec-
trode wires are tightly coiled between the cortical surface and the 
implanted electronics to reduce mechanical strain. These features 
and the electrode geometry help minimize the effects of micro-
movements and related glial scarring which both impair long-term 
chronic recordings. Consequently, the Neurotrophic Electrode has 
been successfully used to record from human neocortex for over 
4 years in three subjects (Kennedy, 2006).
rEcordIng systEm
Neural recordings begin once the surgical incision has completely 
healed, typically 3 weeks after implantation, with the neural sig-
nal stabilizing after approximately 3 months. The external power 
induction coil is approximated to the scalp over the inner coil, while 
receiving antennae are placed over the subdural transmission coils 
as shown in Figure 1 (right side coil: power induction, left side 
coils: reception antennae). All coils are placed close to the shaved 
scalp and secured in place by water soluble EC2 electrode cream 
(Grass Technologies). Recorded neural signals are 100× amplified 
via implanted hardware and FM for wireless data transmission. 
FM signals from the wireless telemetry hardware are acquired and 
tuned using WiNRADiO antennae and demodulation systems 
(WiNRADiO Communications, Adelaide, Australia). Next, the 
received FM signals are routed to an analog amplifier (model BMA 
831, CWE, Inc., USA) with 10× gain and band-pass filter settings 
of 1 Hz to 10 KHz and archived on a DDS tape recorder (Cygnus 
Figure 1 | The power induction coil is on the right side, with the two FM 
receiving coils on the left. All coils are held in position with EC2 electrode 
paste.
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and playback of a phoneme sound file. Following the LISTEN 
period, an auditory SPEAK instruction was given followed by a 
“ding.” During the LISTEN period, the participant was told to 
passively listen to the presented phoneme and to attempt to pro-
duce the sound during the SPEAK period. Importantly, he was 
instructed to not merely visualize the production task, but to try 
to physically move his face and vocal tract, as required, despite 
his paralysis. We hypothesized that motor cortex activity would 
be greatest for attempted speech production rather than imag-
ined speech movements, though this was not explicitly tested in 
the current study. This hypothesis was supported by evidence of 
greater motor activation during motor execution compared with 
imagery in fMRI (Roth et al., 1996) and EEG (Neuper et al., 2005). 
Other evidence suggests similar activations are elicited in peo-
ple with quadriplegia during both motor imagery and attempted 
motor execution (Lacourse et al., 1999) implying imagery may be 
as effective as attempted motor execution. However, the instruc-
tion to attempt the speech productions was intended to evoke, at 
ExpErImEntal protocol
The participant was presented with acoustic stimuli of 39 English 
phonemes (only 38 were used in the following analysis). The pho-
nemes used are listed in Tables 1 (vowels and diphthongs) and 
2 (consonants). All phonemes were 200 ms samples taken from 
exemplar words spoken by the participant’s father and recorded as 
44.1 kHz wav-formatted sound files. The stimuli consist of nearly 
all steady English vowels, common diphthongs, and balanced 
voiced/voiceless consonants (where possible and appropriate). A 
potential confound is present with consonant stimuli. Specifically, 
stop consonants cannot be produced in the absence of a trailing 
or leading vowel. In this study, all consonants are presented as a 
 consonant–vowel (CV) utterance, with the trailing vowel mini-
mized. Additionally, not all trailing vowel combinations were used.
Experimental protocol execution was controlled via custom 
software written in the Microsoft .Net Framework running on a 
computer integrated with the data acquisition system. Each trial 
began with an auditory LISTEN instruction followed by a “ding” 
Figure 2 | illustration of extracellular recording preprocessing steps. Left: 
(top) 1000 ms sample of the wideband (1–9000 Hz) signal. The shaded box 
region is 100 ms long and is shown zoomed-in and filtered between 300 and 
6000 Hz below; (bottom) 100 ms zoomed-in band-pass filtered signal with 
marked clustered spike events. Circles represent cluster 301, diamonds cluster 
302, and squares cluster 305. Cluster identifiers correspond to the cluster label 
(tens and ones digits) per analysis stream (hundreds digit). In this example, 
clusters 1, 2, and 5 are shown from analysis stream 3. Right: Average clustered 
spike event waveforms (black) with individual spike event waveform traces in 
gray for three representative clusters.
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production attempts, though he was asked afterward to confirm 
his attempt, as instructed, during post-trial debriefing. On rare 
occasions when he denied trial attempts the data were rejected.
classIfIcatIon analysIs
We compared the performance of linear discriminant analysis 
(LDA; Fisher, 1936; Rao, 1973), support vector machine (SVM; 
Vapnik, 1995), and flexible discriminant analysis (FDA; Hastie 
et al., 1994) classifiers for prediction of the intended phoneme 
attempted by the participant during the response period. Both 
SVM and FDA classifiers operate by transforming the feature 
set into a higher dimensional space via basis-set expansion. In 
this way, linear discriminant boundaries can be computed in the 
higher dimensional space which often corresponds to non-linear 
minimum, kinesthetic motor imagery which has been shown to 
outperform visual–motor imagery in BMI tasks (Neuper et al., 
2005). Each instruction (LISTEN and SPEAK) was 750 ms in dura-
tion, the LISTEN period 1500 ms and the SPEAK period 10000 ms. 
The time-course of each trial is shown in Figure 3. Neural signals 
from the Neurotrophic Electrode were continuously sampled dur-
ing the entire session and stored for off-line analysis. Unique trial 
identifiers were generated by the paradigm control computer and 
sent as analog input to the data acquisition system to synchronize 
the experimental protocol with neural recordings.
The experiment was completed over 10 months involving 59 
sessions in which the participant passively listened and/or imagined 
speaking with and without biofeedback. For the current analy-
sis, only a subset of sessions having no data collection technical 
problems and no biofeedback were investigated. The resulting data 
set consists of 431 trials over five sessions with neural firing rate 
estimated in 300 ms bins during the 10-s SPEAK period (N = 20 
bins per trial). There were between 10 and 12 repetitions of each 
phoneme randomly presented across all sessions, and phoneme 
24 (/f/) was not used due to insufficient trials. Rest periods were 
inserted between blocks of trials. Relatively large, 300 ms bins were 
used, rather than shorter bins (cf. 15 ms bins in our previous studies; 
Guenther et al., 2009; Brumberg et al., 2010) due to the nature of 
the classification task in the current study. In particular, we were 
interested in classification of entire phoneme productions, each 
of which we assumed was close to the auditory stimulus length 
(200 ms). We therefore chose to examine the bin-counts for a time 
range that would hopefully encompass an entire production period.
A potential limitation in any study involving subjects with LIS 
is the lack of instantaneous, observable behavior. For instance, in 
a prior ECoG study of speech production, subjects’ overt speech 
productions were directly compared to neurological activity (Kellis 
et al., 2010). Such comparisons are not possible when investigat-
ing the intended behavior of LIS subjects. Therefore, we were not 
able to determine precisely when the study participant began his 
Table 1 | Vowel and diphthong stimuli used for the phoneme production experiment.
 Articulatory features
Phoneme # ArPABeT iPA example Type Height Location rounding
 1 IY i bEAd Vowel High Front Spread
 2 IH ɪ	 bId Vowel High Front Spread
 3 EH Ԑ bEd Vowel Middle Front Neutral
 4 AE ӕ bAd Vowel Low Front Neutral
 5 AA R ɑr bARd Diphthong: rhotic NA NA NA
 6 AA ɑ pOt Vowel Low Back Neutral
 7 AO R ↄr pORt Diphthong: rhotic NA NA NA
 8 UH ʊ pUt Vowel High Back Rounded
 9 UW u bOOt Vowel High Back Rounded
10 AH ᐱ bUd Vowel Middle Central Neutral
11 ER ɝ bIRd Vowel Middle Central Neutral
12 EY eɪ bAIt Diphthong NA NA NA
13 AY aɪ bIte Diphthong NA NA NA
14 OY ↄɪ bOY Diphthong NA NA NA
15 AW aʊ cOW Diphthong NA NA NA
Listen
Instruction
Listen
Tone
Stimulus
Playback
Speak
Instruction
Speak
Tone
Response
Period
0.75s0.0s 1.5s
2.25s 3.0s 13.0s
Figure 3 | Timing of training paradigm for phoneme detection trials is as 
follows: [1] “listen” instruction (t = 0 s), [2] “listen” tone (acoustic, t = 0.75 s), 
[3] acoustic stimulus presentation (t = 1.5 s), [4] “speak” instruction 
(t = 2.25 s), [5] “speak” tone (t = 3.0 s), and [6] subject is instructed to 
produce the presented phoneme. The response period is 10 s long.
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et al., 2009), and e1071 (svm; Dimitriadou et al., 2010) packages 
of the R statistical programming language (R Development Core 
Team, 2009).
statIstIcal analysIs
We computed overall cross-validated test-set classification accuracy 
and confusion matrices for all classifiers. Additionally, we used a 
one-tailed (i.e., greater-than) exact binomial test, which uses boot-
strapping to obtain empirical probability distributions, to determine 
which of the 38 phonemes were classified significantly above per-
phoneme chance-levels since there was a slight imbalance in class 
probabilities. Specifically, chance-level performance was approxi-
mately 1/38, or 0.0263, though the exact value varied depending 
on the number of phoneme repetitions (10–12). Phonemes were 
significantly predicted above chance if Bonferroni-corrected bino-
mial test p-values were less than 0.05. All procedures were performed 
using R and Matlab (Mathworks, Inc., Natick, MA, USA).
The phonemes varied considerably in terms of their phonetic 
characteristics. In particular we used a combination of monoph-
thong vowels, diphthong and rhotacized vowels, and consonants 
(stop, fricative, affricate, liquids, and glides). A summary of the 
characteristics of each phoneme used in this study is found in 
Tables 1 and 2.
We sought to uncover which, if any, articulatory characteristics 
were important for classifying intended phonemes from neural 
activity. For instance, steady vowel sounds can be defined according 
boundaries in the true feature space. In addition, both SVM and 
FDA are particularly suited to high dimensional classification 
problems and for calculation of decision boundaries with over-
lapping class distributions (Hastie et al., 2001). FDA is based on 
a generalization of standard LDA as a series of linear regressions 
and allows substitution of the regression procedure. For this anal-
ysis, we used multivariate adaptive regression splines (MARS; 
Friedman, 1991) as a non-parametric regression alternative. See 
Hastie et al. (2001) for a detailed discussion of LDA and generali-
zations for FDA and SVM algorithms. We used radial-basis kernels 
for the SVM analysis with cost parameter = 1, and γ = 1/31 (or 
0.032). For all analyses, the response period was divided into 20 
equally spaced bins, 300 ms in duration, and the number of spikes 
were counted per bin and spike event cluster. Ten-fold cross-
validation was used to evaluate classifier performance. Specifically, 
the spike cluster bin-counts were randomly partitioned into 10 
mutually exclusive data sets, each with approximately equal pho-
neme occurrence probabilities, resulting in between 180 and 216 
data points per-phoneme. Then, 9 of the 10 data sets were used 
as input features for all classification algorithms. The final data 
set was used to obtain untrained test predictions. The weightings 
associated with phoneme data point imbalance were accounted 
for in subsequent analyses using bootstrapping methods. This 
procedure was repeated 10 times, for each combination of nine 
training sets. All algorithms, LDA, SVM, and FDA were performed 
using the MASS (lda; Venables and Ripley, 2002), mda (fda; Leisch 
Table 2 | Consonant stimuli used for the phoneme production experiment.
 Articulatory features
Phoneme # ArPABeT iPA example Type Place Voicing Manner Articulator
16 P p Pop Consonant Labial Voiceless Stop Lips
17 B b Bib Consonant Labial Voiced Stop Lips
18 T t Teat Consonant Alveolar Voiceless Stop Tongue blade
19 D d Died Consonant Alveolar Voiced Stop Tongue blade
20 K k Cake Consonant Velar Voiceless Stop Tongue body
21 G g Go Consonant Velar Voiced Stop Tongue body
22 CH ʧ CHin Consonant Palatal Voiceless Affricate Tongue blade
23 JH ʤ Judge Consonant Palatal Voiced Affricate Tongue blade
24 F f Fine Consonant Labiodental Voiceless Fricative Lips
25 V v Vine Consonant Labiodental Voiced Fricative Lips
26 TH θ THink Consonant Dental Voiceless Fricative Tongue blade
27 DH δ THen Consonant Dental Voiced Fricative Tongue blade
28 S s See Consonant Alveolar Voiceless Fricative Tongue blade
29 Z z Zoo Consonant Alveolar Voiced Fricative Tongue blade
30 SH ʃ SHy Consonant Palatal Voiceless Fricative Tongue blade
31 CH R ʧr TReasure Consonant Palatal Voiceless Affricate NA
32 M m My Consonant Labial Voiced Nasal Lips
33 N n Near Consonant Alveolar Voiced Nasal Tongue blade
34 NG ᵑ siNG Consonant Velar Voiced Nasal Tongue body
35 L l Low Consonant Lingua-alveolar Voiced Liquid: lateral Tongue blade
36 R r Raw Consonant Lingua-alveolar Voiced Liquid: rhotic Tongue blade
37 W w West Consonant Labial-velar Voiced Glide Lips
38 J j Year Consonant Palatal Voiced Glide Tongue body
39 HH h High Consonant Glottal Voiceless Fricative NA
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24 phonemes (shown in Figure 4, marked with *) predicted above 
chance-levels (Bonferroni-corrected p < 0.05) determined using the 
binomial test detailed in Section “Statistical Analysis.” The classifier 
confusion matrix (Figure 5, left) shows non-uniform distribution of 
accuracy scores among the tested phonemes with low to high accuracy 
scores indicated in grayscale from white to black. In terms of phone-
mic category, three of nine vowels, three of six diphthongs, and 18 of 
23 consonants were classified above chance performance.
In addition, a separate three-way ANOVA characterizing the 
articulatory features of the tested phonemes (vowels and con-
sonants only) found significant main effects of tongue height 
[F(2,1929) = 32.39, p < 0.001], tongue location [F(2,1929) = 41.06, 
p < 0.001], and lip rounding [F(2,1929) = 30.91, p < 0.001] for 
vowels; voicing [F(1,4842) = 105.56, p < 0.001], manner of artic-
ulation [F(5,4842) = 30.04, p < 0.001], and primary articulator 
[F(2,4842) = 8.67, p < 0.001] for consonants. These results are 
summarized in Tables 3 and 4.
sVm classIfIcatIon pErformancE
The overall cross-validation classification accuracy for the SVM 
classifier was 21.0%, also statistically greater-than the theoretical 
chance-level performance (binomial test, p < 0.05). Inspection of 
the classifier confusion matrix (shown in Figure 5, middle) reveals 
a number of phonemes were correctly classified at much higher 
rates. Specifically, we found 24 phonemes were classified signifi-
cantly greater-than chance (p < 0.05, Bonferroni-corrected). The 
significant phonemes are indicated with an asterisk in Figure 4. 
For this analysis, five of nine vowels, three of six diphthongs, and 
16 of 23 consonants were classified above chance performance.
Separate three-way ANOVAs of the articulatory features for 
tested phonemes (vowels and consonants only) found signifi-
cant main effects of tongue height [F(2,1929) = 29.46, p < 0.001], 
tongue location [F(2,1929) = 32.20, p < 0.001], and lip round-
ing [F(2,1929) = 43.07, p < 0.001] for vowels. The results were 
the same for consonants, with significant main effects of 
voicing [F(1,4842) = 375.56, p < 0.001], manner of articula-
tion [F(5,4842) = 122.44, p < 0.001], and primary articulator 
[F(2,4842) = 25.70, p < 0.001] for consonants. These results are 
summarized in Tables 3 and 4.
to the height and location of the tongue position during vocali-
zation and whether the lips were rounded (as in /u/). Similarly, 
consonants can be defined by the place and manner of articula-
tion and voicing. The vowel sound /i/ (as in bead) is an example 
of a vowel sound with high tongue height, front tongue place-
ment and spread lips. Similarly, the consonant /b/ (as in bib) is a 
bilabial, voiced, stop consonant. For our analysis, we chose to use 
the primary articulator (e.g., lips for /b/) rather than the place of 
articulation (e.g., bilabial for /b/) as a factor under the assump-
tion that primary motor and pre-motor cortex are more related to 
the execution of a speech movement, not necessarily the place of 
articulation. The primary motor cortex is known to be involved in 
the recruitment of motor neurons for activating peripheral mus-
cles used during movement execution, in this case the muscles 
innervating the vocal tract. The pre-motor cortex, according to a 
neurocomputational model of speech production (Directions into 
Velocities of Articulators model, Guenther et al., 2006), is involved 
in the encoding of speech-motor programs. In particular, the pre-
motor cortex is used in planning upcoming speech-motor move-
ments. Therefore, our understanding is that both primary motor 
and pre-motor cortex are involved in various aspects of production 
rather than tactile feedback (e.g., place of articulation).
We performed a three-way ANOVA using logistic regression of 
cross-validated prediction successes of the vowel sounds on three 
factors: height (three levels), location (three levels), and rounding 
(four levels). We performed the same analysis using prediction 
successes of consonants on the three factors: manner (four levels; 
liquids and glides were combined as semivowels), voicing (two 
levels), and articulator (three levels). It is difficult to characterize 
diphthong phonemes according to scalar factors; therefore, we did 
not include them in this analysis. For both ANOVA analyses, a Tukey 
HSD multiple comparisons test was used to determine which factor 
levels most contributed to increased classification performance.
rEsults
lda classIfIcatIon pErformancE
The LDA classifier was able to predict the correct phoneme with 16.9% 
mean accuracy, which is statistically above the theoretical chance-
level performance (binomial test, p < 0.05). Individually, we found 
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Figure 4 | The classification accuracy for each phoneme using the LDA, SVM, and FDA classifiers is shown with the theoretical chance performance level 
(dashed line, ∼1/38). Phonemes with classification rates statistically above chance (binomial test, Bonferroni-adjusted p < 0.05) are marked with an asterisk (*). Twenty 
of 38 phonemes were classified above chance for all methods, and 24 phonemes for at least two of the three classification methods and 26 phonemes for any.
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Figure 5 | Confusion matrices (expected Phoneme on y-axis, Classified Phoneme on x-axis) are displayed summarizing the cross-validated performance of 
each classification technique for all phonemes (N = 38). Each matrix represents one of the classification methods: LDA, SVM, and FDA. Every other phoneme is 
labeled for readability. The confusion matrix color scale is normalized across methods and increases from white to black as a function of increasing classification rate.
Table 3 | Summary of performance for each classification method.
Number of correctly LDA SVM FDA 
classified phonemes
Overall accuracy 16.9% 21.0% 17.6%
Vowels (N = 9)  3  5  4
Diphthongs (N = 6)  3  3  2
Consonants (N = 23) 18 16 16
Total (N = 38) 24 24 22
fda classIfIcatIon pErformancE
Flexible discriminant analysis classification performance was 
between that of LDA and SVM with approximately 17.6% accuracy, 
which is significantly above chance (binomial test, p < 0.05). Like 
both LDA and SVM, a number of phonemes were classified bet-
ter than others, evidenced by individual accuracy rates (Figure 4) 
and confusion matrices (Figure 5). According to individual bino-
mial tests, 22 phonemes were classified significantly above chance 
(Bonferroni-corrected, p < 0.05) and are shown in Figure 3. The 
classification groupings were four of nine vowels, two of six diph-
thongs, and 16 of 23 consonants classified above chance.
Additional three-way ANOVA of vowel articulatory fea-
tures resulted in significant main effects of tongue height 
[F(2,1929) = 18.46, p < 0.001], tongue location [F(2,1929) = 38.31, 
p < 0.001], and lip rounding [F(2,1929) = 35.14, p < 0.001]. A three-
way ANOVA analysis of consonant articulatory features found 
significant main effects of voicing [F(1,4842) = 87.19, p < 0.001], 
manner of articulation [F(5,4842) = 44.05, p < 0.001], and primary 
articulator [F(2,4842) = 21.28, p < 0.001]. These results and subse-
quent multiple comparisons per level are shown in Tables 3 and 4.
classIfIcatIon summary
Classification accuracy between the three methods ranged from 16 
to 21% correct (LDA: 16.9%; SVM: 21.0%; FDA: 17.6%); account-
ing for performance across all 38 phonemes tested in this study. In 
addition, classification agreement was high among all three meth-
ods with 24 phonemes classified above chance for the LDA and 
SVM methods and 22 phonemes for the FDA method. This resulted 
in an overlap of 20 phonemes classified above chance common 
among all three methods and 26 phonemes for any combination of 
methods. Details of the classification analysis are shown in Table 3. 
Examinations of the confusion matrices reveal some systematic 
misclassification using both the LDA and FDA methods (false posi-
tives for phonemes /p/, /t/, /δ/, and /z/). These misclassifications 
appear to be minimized using the SVM technique.
Based on our understanding of motor cortical representations 
of speech, it is not reasonable to expect all 38 phonemes to be rep-
resented equally in the implanted region. Prior studies confirm our 
assumption with evidence for a topographical distribution of activi-
ties related to the production of different speech sounds (Blakely 
et al., 2008; Kellis et al., 2010). Our results reflect this inequality in 
neural representations of speech with non-uniform classification 
quality across phonemes. We believe future study with additional 
electrodes will improve spatial coverage of the motor cortex and aid 
classification of greater numbers of phonemes, resulting in higher 
overall classification rates.
A closer look at the performance results reveal two primary 
classification groups – those significantly classified above chance 
(N = 18) and those below (N = 20). This “pass/fail” perspective can 
be explained by the cortical representation justification given above, 
but are also likely influenced by the presence of noise in our process-
ing stream, including spike clustering errors and uncertainty of user 
response. Improved spike sorting will likely reduce any potential 
mis-identification of potential spike events. Uncertainty of user 
response is a difficult problem, as is noted in Section “Experimental 
Protocol.” It is not possible to obtain instantaneous verification that 
the subject attempted a trial production, and when the attempt 
occurred relative to the trial onset. Rather, we can only ask him after 
the end of a trial whether he attempted a speech production or not. 
Depending on the response we decide to accept or reject trial data. 
Even when the subject confirms his production attempt, our classifi-
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Last, the Neurotrophic Electrode is designed to record extracellular 
potentials, some of which can be resolved as single-units while others 
can not, leaving many unresolved multi-unit potentials. Intuitively, 
single-unit spikes are considered the primary signal of interest in 
neuroscience and BCI development as they represent the fundamental 
unit of information transfer in the brain. However, devices for BCI are 
capable of utilizing any, functionally relevant, information source. In 
this way, we do not make any distinctions between single and multi-
unit sources and rely solely on clustered spike events. Inputs such as 
these have already been shown to mediate accurate neural control over 
a continuous vowel synthesizer in a different study with the current 
participant (Guenther et al., 2009; Brumberg et al., 2010). Our previ-
ous results, combined with the statistically significant classification 
performance reported in the current study, lead us to believe the motor 
cortical signals described in this study are capable of representing 
specific speech-motor information related to phoneme productions.
phonEtIc and artIculatory rElatIonshIps
The statistical analysis of classifier performance was divided into 
two major themes: general accuracy (overall classification and indi-
vidual phoneme performance) and functional accuracy (perform-
ance related to speech sound features). In the first case, we consider 
the task stimuli as generic discrete items and seek only to determine 
the overall classifier performance and to find those items classified 
greater-than chance. In the second, we sought to relate the degree 
of classification success to stimulus phonetic and articulatory fea-
tures. The results of the first-pass analysis showed that each method 
was able to make new classifications (via cross-validation test data 
set) between 16 and 21% accuracy, which is an order of magnitude 
greater-than the chance-level performance expected from a 38-class 
prediction protocol (∼2.6%). Further, confusion matrices qualita-
tively illustrated that a number of stimulus phonemes were well 
predicted, indicated by large values along the diagonal of the con-
fusion matrix. Finally, we tested each phoneme against the number 
of successes expected by chance (binomial test) given the number of 
true occurrences of each. From this analysis, we found that 24 of 38 
phonemes were predicted above chance using the LDA classification 
algorithm, 24 of 38 for SVM and 22 of 38 for FDA. These results indi-
cate that the classification techniques used in this study are capable of 
cation methods are likely being applied during time segments when 
he has not yet started, or has already finished the trial. These issues 
are endemic to experimental study with subjects who are not capable 
of overt motor behavior. During these time segments, we do not 
expect the classifiers to correctly predict the appropriate phoneme. 
That our methods, including potential noise sources (spikes and 
user response), is capable of predicting phonemes at above-chance 
rates is impressive and the rates reported represent a conservative, 
lower-bound on the possible classification/prediction performance.
dIscussIon
ElEctrodE placEmEnt and rEcordIngs
The purpose of this study is to determine whether intended speech 
production attempts can be accurately classified using neural activ-
ity by standard supervised classification techniques (cf. discrete-
time filtering; Guenther et al., 2009; Brumberg et al., 2010). In 
this study, the location of the implant was chosen to maximize 
the probability that recorded neural activity was related to speech 
production. This was accomplished by specifying the implant area 
according to the brain region with highest BOLD response during 
a pre-surgical fMRI study of picture naming speech production 
tasks (Bartels et al., 2008). The results of the present study sup-
port the use of spike cluster firing rates for discrete classification 
of intended phonemes.
A major benefit of intracortical recordings is the lack of con-
tamination by motor potentials due to inadvertent movements in 
contrast to non-invasive methods, such as EEG, which are extremely 
susceptible to motor and other non-neural artifacts. However, in 
this study we were concerned about the possibility of motor corti-
cal activity and disruptions to the wireless transmission of neural 
activity as a result of the participant’s uncontrolled muscle spasms. 
Therefore, we rejected trials in which overt muscle spasms were 
observed. In addition, our recording setup gave us a unique abil-
ity to scan for other more subtle changes in recording potential. 
Specifically, the participant’s involuntary head movements placed 
strain on the recording setup resulting in a change in signal quality, 
namely the continuous signal would saturate. Any railing events 
were automatically detected and trial information rejected for fur-
ther analysis.
Table 4 | Vowel and consonant articulatory features are summarized with respect to classification accuracy.
 Tongue height Tongue location Lip rounding
VoweL ArTiCuLATory FeATureS
LDA Mid OR low > high Front > central OR back Neutral OR rounded > spread
SVM Mid > high OR low Front > central OR back Neutral > spread
FDA Mid > high OR low Front > central OR back Neutral OR rounded > spread
CoNSoNANT ArTiCuLATory FeATureS
 Voicing Manner of articulation Primary articulator
LDA Voiced > voiceless Glide > nasal OR liquid* > affricate OR fricative OR stop Lips OR tongue blade > tongue body
SVM Voiced > voiceless Liquid > glide > nasal > fricative OR affricate OR stop Tongue blade > lips OR tongue body
FDA Voiced > voiceless Glide OR liquid OR nasal > affricate OR fricative OR stop Lips OR tongue blade > tongue body
Difference and directionality are statistically significant (multiple comparisons t-test, Tukey HSD corrected p < 0.05). Features joined by “OR” were not statistically 
different. There were no differences between the “rounded” level and the remaining two levels for the SVM analysis (Vowels: Lip Rounding). *For the LDA analysis, 
there was no statistical difference between liquids and affricates, but the non-significant effect is in the direction reported.
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 vowels. Specifically, rounded vowels and those consonants prima-
rily involving the lips were among those classified with the highest 
rates. Further analysis of the tongue placement, lip movement, and 
voicing effects are needed before any conclusions can be made. 
However, this initial finding suggests that the implant location may 
represent lip movements (among other movement types).
comparIson of classIfIcatIon tEchnIquE
The three classification methods used in this study resulted in very 
similar classification rates and were able to correctly classify greater-
than expected due to chance, 24, 24, and 22 individual phonemes 
for LDA, SVM, and FDA respectively. Twenty of 38 phonemes were 
successfully recognized above chance by all three classifiers, while 24 
phonemes were common amongst at least two of the methods. The 
most important finding here is that standard classification techniques 
can be reasonably applied to the problem of predicting attempted 
productions of phonemes from neural activity. All three classifica-
tion methods employed in this study are capable of real-time use 
assuming model parameters are estimated beforehand. The task of 
assigning class labels is not computationally intensive and is well 
within the limits of modern computing. Future studies using mul-
tiple Neurotrophic Electrodes (increasing the signal dimensionality) 
may benefit from sophisticated approaches such as SVM classifiers. 
However, if future results continue to show that linear methods per-
form as well as more sophisticated methods, then such results may 
help streamline algorithm development in favor of the most parsimo-
nious with the highest potential for efficient real-time performance.
utIlIty for functIonal bmI for spEEch sound prEdIctIon
The goal of the presented study was to examine the usefulness of 
supervised classification techniques for off-line prediction of speech 
sounds from neural activity in the speech-motor cortex recorded using 
the Neurotrophic Electrode. On its own, this study did not evaluate the 
tested methods for usefulness in a functional BMI. However, the results 
presented here are immediately applicable to use in online applica-
tions. A slightly more nuanced question can be posed with respect to 
this type of analysis for a viable speech production device. Though 
the results presented here show statistically significant performance 
for classifying speech sounds, the accuracy rates are truly not great 
enough to be useful as a communication device. However, we believe 
this concern can be alleviated by increasing the number of recording 
channels and/or features used for classification. For instance, implan-
tation of multiple electrodes along the motor cortex (possibly other 
locations in the speech production network as well) will both increase 
the number of neural signals and broaden the scope of representa-
tion beyond just a single point in motor cortex. This is supported by 
evidence of local topographical variability in motor cortex activations 
found correlated to different phoneme and word productions in prior 
micro-ECoG decoding investigations (Blakely et al., 2008; Kellis et al., 
2010). An increase of the number of recording surfaces within each 
electrode cone will also provide greater numbers of recording channels. 
We are currently investigating improvements to the electrode design 
increasing the number of recording contacts, and wireless telemetry 
for transmission of recordings from multiple electrode implants.
The results presented here, in combination with these previous find-
ings of word and phoneme decoding research validate the approach for 
discrete speech sound prediction as a potential mode for BMI-based 
predicting many phonemes from recorded neural data. Further, these 
results help prove the feasibility of discrete classification techniques 
for future speech production brain–computer interfaces.
Importantly, these individual phoneme results do not consider 
any common factors between speech sounds. The second-pass anal-
ysis used phonetic and articulatory features of speech sounds to 
evaluate commonalities underlying classifier performance. In par-
ticular, we used two major axes of distinction to help understand the 
possible similarities between sounds that were classified with high 
accuracy. The first axis was used to group stimulus phonemes into 
three major categories: vowels, diphthongs, and consonants. In this 
nomenclature, vowels are monophthongs with static articulatory 
configurations and sustained phonation. Diphthongs typically refer 
to sustained phonation, vowel–vowel combinations such as the /aɪ/ 
in bite. This diphthong is produced by an initial /a/ which quickly 
transitions into an /ɪ/. Consonants in this context are actually CV 
pairs, as many are difficult to pronounce without a trailing vowel 
sound. Consonants require higher degrees of articulatory move-
ments to form constrictions, or closures of the vocal tract. Typically, 
consonants are short duration, ballistic movements, but some types 
(fricatives and nasals) can be produced with sustained phonation. 
We grouped the phonemes classified above chance according to 
phonetic type and found, across classifiers, a larger percentage of 
consonants were predicted than vowels and diphthongs.
A further breakdown of articulatory features common among 
the phonemes is possible. These categories can be refined almost 
ad infinitum, but such groupings would leave just one example 
phoneme per category. Therefore, we used a compromise group-
ing definition. For vowels, the articulatory features were broken 
into tongue height, tongue location, and lip rounding categories. 
Tongue height has three levels: high, mid, or low, tongue location 
three levels: front, central and back, and lip rounding three levels: 
rounded, neutral, and spread. Consonants were grouped according 
to voicing, manner of articulation, and primary articulator. The 
voicing factor has two levels, voiced and voiceless while the man-
ner factor has five levels: stop, fricative, affricate, nasal, glide, and 
liquid. The final consonant category, primary articulator, is not 
conventional for standard articulatory phonetics analysis. More 
common is the place of articulation, or where the articulators meet 
to create obstructions or constrictions. However, we wanted to 
emphasize the motor execution involved in speech production, 
rather than the spatial, tactile consequences. Therefore, the pri-
mary articulator factor has three levels: tongue body, tongue blade, 
and lips. Voiced and voiceless consonants typically occur in pairs 
for each manner and place of articulation (e.g., /b/ and /p/), with 
voiced consonants characterized by a pre-release vocalization (see 
Stevens, 2000 for a more complete discussion). Diphthongs were 
not grouped according to articulatory features since it is difficult to 
characterize dynamic speech sounds using the categories used for 
vowels and consonants. For instance, any diphthong will require at 
least two classifications for the beginning and end of the utterance.
Statistical analysis of these three factors for vowels and conso-
nants showed that all were significant main effects. In particular, 
three comparisons were most interesting. First, for vowel sounds, 
those with a front tongue position were classified best. Second, 
voiced consonants were classified better than voiceless. Last, lip 
movements appear to be important for both consonants and 
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conclusIon
The study reported here was conducted to determine if classifica-
tion of intended phoneme productions was possible using neural 
activity from a chronically implanted microelectrode in human 
speech-motor cortex. The results show that such classification is 
indeed possible with overall classification rates of between 16 and 
21% (above chance for a 38-class problem). Further, we found that 
certain phonemes were classified at greatly higher rates than others, 
though these results are not completely understood at this time. 
An exploratory analysis of articulatory features found that certain 
articulators may have played a role in phoneme classification (in 
this case, the lips). These findings may be specific to the current 
subject and study, and may not generalize well to others; however, 
they indicate the importance of articulatory analysis of putative 
speech sound stimuli as well as the representation of potential 
implantation sites.
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